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INTRODUCTION
Thank you for choosing A-dec equipment. This guide contains basic operating instructions, 
touchpad programming, adjustments, and maintenance for all A-dec 300 systems, including: 

• Delivery systems
• Assistant’s instrumentation
• Cuspidor
• Monitor mount and other options

About Your A-dec 300 System
Your A-dec 300 system may include any combination of the following choices: a Traditional 
or Continental® delivery system, tray holders, various-styles of assistant’s instrumentation, a 
glass-bowl cuspidor, and support-side monitor mount (see Figure 1). A number of integrated 
accessories are also available for A-dec 300 systems, including high and lowspeed handpieces, 
electric motors, intraoral cameras, scalers, curing lights, and other options. 

Figure 1.  A-dec 300 System Module Examples

For an overview of component features and options covered in this guide, see Figure 2 
through Figure 9.
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